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COST OF TENDER Rs. 500/-(By DEMAND DRAFT) 

RATE CONTRACT FOR SUPPLY OF DIFFERENT TYPES OF  
HIV RAPID TEST KIT  

 
 

Tender Sale Date 26-08-2025 to 09-09-2025 at 01:00 P.M 

Last date of Submission of Bid 09-09-2025 up to 2.00 P.M. 
Date of opening of Bid 09-09-2025  at 3.00 P.m. 

 

Sealed tenders are invited from reputed manufacturers or their duly 
authorized agents for supply of different types of HIV test kits as per 
requirement annexed with the document under two bid system i.e. 

Technical bid and Price bid. 

Tender should be submitted in sealed envelope (for details please refer to 
terms & conditions) so as to reach this office by registered post or drop into 
the Tender box as per schedule given (last date of submission.) 

The following documents must be submitted with the technical Part.  

1. Participants shall furnish an earnest money deposit (EMD) in the form of a 

Bank draft for Rs. 30,000/- (Rs. Thirty thousand only) and draft to be drawn in 

favor of Jharkhand State AIDS Control Society.  

2. XEROX Copy of monthly sales Tax Return for last 3 months.   

3. Xerox copy of GST Registration Certificate.  

4. Xerox copy of PAN card  

5. Experience certificate for supply of these types of Items to any State AIDS 

Control Society / NACO 

6. Valid Drug license Certificate Xerox Copy. 

7. Valid GMP/WHO Certificate.   

8. The tenderer should specify the brand name, manufacturing company and 

enclose catalogue / Brochure of each product. 
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9. If the bidder is authorized distributor they have to submit authorization letter of 

the manufacturer.   

10. Undertaking as per enclosed Performa given in tender document. 

11. Undertaking, stating that firm has never been black listed. 

TERMS & CONDITION 
,,      

1. The tender document must have the covering letter indicating the list of enclosures 

attached.  

2. Each page of the tender should be numbered and signed with index by the tenderer with 

seal of the firm. 

3. The rates quoted in the financial part should clearly be in figures & words. In situation of 

any confusion the rate quoted in the words or purchase committee decision will be taken 

as rate quoted by the company. 

4. Test report for each batch of supply must be enclosed. 

5. The approved rates will be valid for 18 months from the date of the acceptance of the 

tender or finalization of new tender. 

6. Only single rate should be quoted for the prescribed specifications of each product/item. 

Should be in words as well as in figures in the prescribed format given on pg No. 9 

7. Over writing, erasing, cutting or use of whitener must be attested, failing which the tender 

is liable to be rejected.  

8. No advance payment will be made to selected supplier. Payment will be made after 

delivery.  

9. Conditional offer will not be accepted. 

10. Only the rate of responsive bidders shall be considered. 

11.  The Society reserves the right to reject/accept any or all the tenders without assigning any 

reason.  

12.  Orders are likely to be placed in instalments. Further quantities of the each Items for 

which tender is sought may be increased or decreased at the time of placement of orders. 

13. The payment will normally be made after the satisfactory supply of Consignment/ goods as 

per ordered specification of right quality and right quantity at various consignee address. 

TDS will be deducted directly from the bill amount as per government rules. 
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14.  Sealed quotation may be deposited into the ‘Tender Box’ kept in the office of the 

Jharkhand State Control Society, Directorate Building, 4th floor, GVI Campus, Namkum 

Ranchi. 

15. The EMD/s of successful bidders will subsequently  be  converted into  as  security deposit  

and  would  hold till  the  satisfactory completion  of  job  stipulated,  failing  which  it  would  

be  forfeited.  EMDs of unsuccessful firms will be refunded immediately. 

16.  No separate cartage will be admissible for the delivery of the material at the office of the 

Society or at the given place. Items are to be delivered on door delivery basis ( FOR) 

17.  After Placement of order the Jharkhand State AIDS Control Society, reserves the right to 

cancel / add/ modify any items 

18. The entire quantity will have to be supplied to the society or its selected place within 21 

days from the date of issue of the supply/ work order. 

19.  In no circumstances the tender rates will be increased after acceptance of offer. Goods 

are to be supplied within 21 days from the date of issue of work order;   otherwise L.D at 

the rate of 0.5% per week, Maximum penalty will be 10% the deduction will be made from 

the current bill.   

20. Bid validity period shall be minimum of 90 days from the date of submission of bid. 

21. The bidder firm may download the bidding documents from our official website 

www.jsacs.org.in and pay the amount of bidding documents by demand draft (Rs. 500/-) 

along with the bid in favour of Jharkhand state AIDS control society.   

 

 
SD/- 

Project Director 

http://www.jsacs.org.in/
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GENERAL SPECIFICATION FOR HIV TEST KITS 

Technical Specifications of HIV (Rapid) Test kits -1  

By the Principal :- Dot Immuno Assay 
 

1. The assay should detect HIV-1 &HIV-2 antibodies in serum and plasma both. 

2. The assay should be solid phase coated HIV-1 & HIV-2 synthetic and recombinant peptide 

antigens.  

3. The assay should have an in-built control for testing the validity of the test procedure. 

4. The Control dot / band should be able to detect the presence of human immunoglobulin’s and 

should not merely check the flow of reagents or integrity of the antigen except for the kits 

based on the principal of lateral flow. 

5. The assay should have sensitivity of 100% and specificity of >98%. 

6. The time required for the performing the test should not be more than 30 minutes. 

7. The kits should have a shelf life of 24 months; at least 5/6th of the minimum shelf life must 

remain at the time of dispatch to the consignee. 

8. The manufacturer should ensure that: 

a. The test kit should be packed such that there is a provision to conduct the single test at 

a time. 

b.  The assay component should include HIV positive & negative serum controls, 

sufficient for conducting 20% of the test (10% negative & 10% positive controls) 

c. The pack size of HIV rapid test kits should be not more than 50 tests per kit. 

9. Adequate documents detailing the principal component, detail of antigen for antibody 

detection of HIV 1 & 2, bio safety methodologies, validity criteria, interpretation of 

results, performance characteristics, storage conditions, limitation of assays, 

manufacturing & expiry dates should be provided with each kit. 

10. The manufacturer/authorized agent should ensure maintenance of cold chain during 

storage & transport the kits at 2 - 8º C . The cumulative time temperature indicator 

technology used should be pre-qualified by WHO. 

11.  The product insert should have the pictorial representation of the test methodology. 

12.  Product should be licensed by the competent authority defined under Drugs & Cosmetic 

Act 1940 & Rule 1945 and / or medical devices rule 2O17. 
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Technical Specification of HIV (Rapid) Test kits - 2 

(Principal :- Immuno concentration) (Flow Through) 

 
 

1. The assay should detect HIV-1 &HIV-2 antibodies in serum and plasma both. 

2. The assay should be solid phase coated HIV-1 & HIV-2 synthetic and recombinant peptide 

antigens.  

3. The assay should have an in-built control for testing the validity of the test procedure. 

4. The Control dot / band should be able to detect the presence of human immunoglobulin’s and 

should not merely check the flow of reagents or integrity of the antigen except for the kits 

based on the principal of lateral flow. 

5. The assay should have sensitivity of 100% and specificity of >98%. 

6. The time required for the performing the test should not be more than 30 minutes. 

7. The kits should have a shelf life of 24 months; at least 5/6th of the minimum shelf life must 

remain at the time of dispatch to the consignee. 

8. The manufacturer should ensure that: 

a. The test kit should be packed such that there is a provision to conduct the single test at 

a time. 

b.  The assay component should include HIV positive & negative serum controls, 

sufficient for conducting 20% of the test (10% negative & 10% positive controls) 

c. The pack size of HIV rapid test kits should be not more than 50 tests per kit. 

9. Adequate documents detailing the principal component, detail of antigen for antibody 

detection of HIV 1 & 2, bio safety methodologies, validity criteria, interpretation of 

results, performance characteristics, storage conditions, limitation of assays, 

manufacturing & expiry dates should be provided with each kit. 

10. The manufacturer/authorized agent should ensure maintenance of cold chain during 

storage & transport the kits at 2 - 8º C . The cumulative time temperature indicator 

technology used should be pre-qualified by WHO. 

11.  The product insert should have the pictorial representation of the test methodology. 

12.  Product should be licensed by the competent authority defined under Drugs & Cosmetic 

Act 1940 & Rule 1945 and / or medical devices rule 2O17. 

. 
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Technical Specification of HIV (Rapid) Test kits - 3 

(Principle :- Immunochromatography (lateral Flow)  
 

1. The assay should detect HIV-1 &HIV-2 antibodies in serum and plasma both. 

2. The assay should be solid phase coated HIV-1 & HIV-2 synthetic and recombinant peptide 

antigens.  

3. The assay should have an in-built control for testing the validity of the test procedure. 

4. The Control dot / band should be able to detect the presence of human immunoglobulin’s and 

should not merely check the flow of reagents or integrity of the antigen except for the kits 

based on the principal of lateral flow. 

5. The assay should have sensitivity of 100% and specificity of >98%. 

6. The time required for the performing the test should not be more than 30 minutes. 

7. The kits should have a shelf life of 24 months; at least 5/6th of the minimum shelf life must 

remain at the time of dispatch to the consignee. 

8. The manufacturer should ensure that: 

a. The test kit should be packed such that there is a provision to conduct the single test at 

a time. 

b.  The assay component should include HIV positive & negative serum controls, 

sufficient for conducting 20% of the test (10% negative & 10% positive controls) 

c. The pack size of HIV rapid test kits should be not more than 50 tests per kit. 

9. Adequate documents detailing the principal component, detail of antigen for antibody 

detection of HIV 1 & 2, bio safety methodologies, validity criteria, interpretation of 

results, performance characteristics, storage conditions, limitation of assays, 

manufacturing & expiry dates should be provided with each kit. 

10. The manufacturer/authorized agent should ensure maintenance of cold chain during 

storage & transport the kits at 2 - 8º C. The cumulative time temperature indicator 

technology used should be pre-qualified by WHO. 

11.  The product insert should have the pictorial representation of the test methodology. 

12.  Product should be licensed by the competent authority defined under Drugs & Cosmetic 

Act 1940 & Rule 1945 and / or medical devices rule 2O17. 
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TECHNICAL SPECIATION OF WHOLE BLOOD FINGER PRICK TEST KIT FOR HIV. KIT -4 

1. The assay should be able to detect antibodies to HIV 1 & HIV 2, including all the subtypes by the 

rapid test in whole blood/ and serum/ plasma. 

2. The assay should have sensitivity of 100Yo and specificity of >98%. 

3.  The clinical data to determine the performance characteristics of the kit on whole blood sample 

should be made available by the manufacturer. 

4. The assay should have solid phase/particles coated with synthetic and or recombination or both 

types of antigens of HIV 1 and HIV 2. 

5. Total procedure time should not be more than 30 minutes 

6. The kits should have a shelf life of 24 months, at least 5/6th of the minimum shelf life must remain at 

the time of dispatch to the consignee 

7. The Control dot / band should be able to detect the presence of human immunoglobulin’s and 

should not merely check the flow of reagents or integrity of the antigen except for the kits based on 

the principal of lateral flow 

8.  Adequate documents detailing the principal component, detail of antigen for antibody detection of 

HIV 1 & 2, bio safety methodologies, validity criteria, interpretation of results, performance 

characteristics, storage conditions, limitation of assays, manufacturing & expiry dates should be 

provided with each kit. 

9.  The manufacturer/ authorized agent should ensure maintenance of cold chain during storage & 

transport the kits at 2-8º C. The cumulative time temperature indicator technology used should be 

pre - qualified by WHO. 

10. Indigenous manufacturers should be licensed by the competent authority defined under Drugs and 

Cosmetics Act 1940 & Rule 1945 and/or Medical device rule 2017  

11. The imported rapid test kits should have the approval of the statutory authority in the country of 

Origin/ manufacturers and should satisfy the requirements of Drugs & Cosmetics Act in India. The 

imported kits should also get evaluated in our country  

12. The manufacturers should ensure that: 

a) The test kit should be packed such that there is a provision to conduct single test at a time 

b) The assay components should include HIV positive and negative serum controls sufficient for 

conducting 20% of the test (10% negative and 10% positive controls); and 

c) The pack size of HIV rapid test kits should not be more than 50 tests per Kit 
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NAME OF THE ITEMS WITH SPECIFICATION & QUANTITY 

Sl. No Name of Items 
Specification/ 

Strength 

Preferable Pack 

Size 

*Approx. Qty. 
Required in Absolute 

i.e. (No of Test.) 

1. HIV (Rapid) Test Kit-I 
AS PER TENDER 
SPECIFICATION 

50 Test/Box 1,20,000 Test  

per quarter  

2. HIV (Rapid) Test Kit-II  
AS PER TENDER 
SPECIFICATION 

50 Test/Box 4,050 Test 

per quarter 

3. HIV (Rapid) Test Kit-III 
AS PER TENDER 
SPECIFICATION 

50 Test/Box 4,050 Test 

per quarter 

4. Whole Blood Test Kit- IV 
AS PER TENDER 
SPECIFICATION 

50 Test/Box 75,0000  Test 

per quarter 
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FORMAT OF FINANCIAL BID 
 

 

 

S. No Description of goods Specification 

Approx. 
Quantity 

required every 
Quarter 

Unit 

Rates should be quoted in 
Rupees 

GST Extra 

In Figures In Words 

1.  HIV (Rapid) Test Kit-I 
AS PER TENDER 
SPECIFICATION 1,20,000 Test 

Per/ 
Test 

  

2.  HIV (Rapid) Test Kit-II  
AS PER TENDER 
SPECIFICATION 4,050 Test 

Per/ 

Test 
  

3.  HIV (Rapid) Test Kit-III 
AS PER TENDER 
SPECIFICATION 4,050 Test 

Per/ 
Test 

  

4.  Whole Blood Test Kit- IV 
AS PER TENDER 
SPECIFICATION 

75,000 Test Per/ 
Test 

  

 

 

              

 

Signature of supplier with seal 
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FORMAT FOR UNDERTAKING 

Undertaking to be submitted on 

NON-JUDICIAL- stamp paper of Rs. 10/- 

 
I/We …………………………………………………………………….hereby declare that:- 

1. I/We do hereby undertake that in the event of acceptance of our tender. 

I/We will supply the item at the quoted rates at the stipulated time as 

mentioned in the Terms & Conditions. 

2. I/We have carefully have read and under stood the terms and conditions of 

the tender and we do hereby undertake to supply the items as per the 

terms and conditions. 

3. Certified that. 

This is a sole proprietorship firm and person signing the tender is the sole 

proprietor/constituted attorney of the sole proprietor. 

OR 

This is a sole partnership firm an the person signing the tender is a partner 

of the firm and he has authority to refer to the arbitration disputes 

concerning the business of the partnership by virtue of the agreements by 

virtue of general power of attorney. 

OR 

This is a company and the person signing the tender is the constituted 

attorney  

 

 

Dated:                                        Signature and name of the Tenderer 

 Full address of the firm 



 

          JHARKHAND STATE AIDS CONTROL SOCIETY  

Directorate Building, 4th Floor, Namkum, Ranchi-834010                                                                                                

TENDER NOTICE  
  Tender No   01 /JSACS/2025-26                                                      Date :- 25.08.2025 
  Sealed tenders are invited for supply of different types HIV Rapid test kit for 
18 Months under Two bid systems. Detailed Terms & Condition is available at 
JSACS Office & web Site- www.jsacs.org.in.    

  Tender document sale date:       26.08.2025  to 09.09.2025 1:00  P.M  
  Last Date submission of tender: 09.09.2025 up to  2:00 P.M 
  Date of opening of Tender:        09.09.2025   at 03:00 P.M 
Date for pre bid Meeting   :-      01.09.2025  at 12:30 P.M                   - Sd/ 

               Project Director 

मुफ्त एच.आई.वी. ज ांच एवां सल ह सभी सरक री अस्पत लों में उपलब्ध है। 


